Conduits currently used to reconstruct the right ventricular outflow tract (RVOT) have no growth potential and require reoperations, resulting in an increased level of morbidity and mortality. This work investigates the effect of electrospinning parameters on the mechanical properties and biocompatibility of bioresorbable tubular scaffolds, as part of a program to develop a tissueengineered valved tube for RVOT replacement. Electrospinning was used to develop tubular scaffolds of polydioxanone, with the experimental parameters systematically varied. Three electrospinning parameters (volume of liquid, flow rate, and speed of mandrel rotation) were investigated, and their effects on the mechanical properties and cellular response of the scaffolds were analysed using scanning electron microscopy, X-ray diffraction, differential scanning calorimetry, gas chromatography, uniaxial tensile tests, cell viability and cytotoxicity assays. Mechanical properties were compared to those of the native RVOT reported in the literature. Increasing the mandrel rotation speed tended to increase fibre alignment slightly, and led to more profound rises in the stress at failure and Young's modulus. An increase in flow rate also increased the rigidity of the tubes. Cell viability and cytotoxicity assays showed all the tubes produced to have excellent biocompatibility. Through variation of the processing parameters, it is possible to tune mechanical properties of medical-grade polymer tubes over a wide range. By using a mandrel rotation speed of 50 rpm and a flow rate of 20 mL/h or higher we can prepare materials with Young's modulus, strain at failure, and tensile stress close to the native tissue. Electrospinning therefore offers great promise in the development of scaffolds to match the properties of the native RVOT, paving the way to a future bioresorbable device to replace the RVOT in children.
A c c e p t e d M a n u s c r i p t Introduction Approximately 9 people in 1000 are born with a congenital heart defect [1] . Over one third of these Page 2 of 25 AUTHOR SUBMITTED MANUSCRIPT -BPEX-100710. R2   1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t 3 defects require reconstruction of the right ventricular outflow tract (RVOT). Current clinical solutions for RVOT replacement are based on inert biomaterials lacking regeneration potential. These can lead to calcification, stenosis and, consequently, multiple reoperations with a significant risk of morbidity and mortality: up to 88% of these conduits have to be replaced within 5 years of implantation [2] .
Thus, much research has been undertaken into finding suitable materials and methods that can be used to create a scaffold able to mimic the native artery and valve architecture, elicit a favourable cellular response, degrade after the host's own cells have repopulated the scaffold, and which possesses appropriate mechanical properties [3, 4] . As part of a program targeted at developing a resorbable valved tube for replacement of the RVOT, we initially demonstrated the ability of a monovalved polydioxanone (PDO) patch to restore a functional RVOT in growing lambs [5] . Subsequently, we showed that peptide-functionalized polymers may be substituted for cell-loaded materials in such an application [6] .
Design of the polymeric scaffold remains a challenging task. For the scaffold to be effective, it must be capable of regulating a positive cellular function without compromising tissue-specific mechanical properties [7] . Appropriate mechanical properties must be retained throughout the life cycle of the scaffold inside the body. This can only be achieved if the degradation of the arterial scaffold caters for the complex haemodynamics of the heart and temporally matches its colonization by the host cells.
Therefore, the multifunctional nature of the native extra cellular matrix (ECM) must be recognized and replicated to varying degrees in the design and fabrication of such scaffolds [8] . In order to achieve this in the particular instance of the RVOT, a degradation time of 6 -9 months is required.
It is known that electrospinning (ES), a technique that uses an electrical charge to draw very fine fibres from a liquid, can be used to produce scaffolds that recapitulate key structural features of the native ECM [8] . This processing strategy can be used to selectively fabricate sub-micron to micron diameter fibres from a variety of synthetic [7] and natural polymers [8] . In brief, it involves preparing a solution of a polymer in a volatile solvent, and ejecting this from a metal needle towards a grounded collector. A high (kV) potential difference is applied between the two, resulting in evaporation of the 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t 4 solvent and the formation of fibres. In such a set-up, fibre diameter and inter-fibre pore size can be regulated by controlling the electrospinning parameters such as flow rate, applied voltage, needle-tocollector distance and composition of the electrospinning solution [9] . Varying the degree of fibre alignment and anisotropy present in an electrospun scaffold imparts non-uniform mechanical properties to the construct and may represent a source of guidance cues that can be exploited to regulate cell phenotype, cell distribution and the macroscopic properties of an engineered tissue [10] .
In this work, we present an investigation into the effect of the volume of liquid dispensed, flow rate, and speed of the rotating mandrel on the mechanical properties and the cellular response of electrospun tubular scaffolds prepared using polydioxanone. The scaffolds were fully characterised, subjected to uniaxial tensile testing to determine their mechanical properties, and the cellular response explored in in vitro studies.
Materials and methods

Materials
Polydioxanone (PDO; Resomer X206S) was used for scaffold production, based on the biological and mechanical characteristics and the experience of our group working with this polymer [5, 6] . PDO was acquired in the form of white granules (Evonik Industries AG, Essen, Germany) and dissolved in 1,1,1,3,3,3-hexafluoro-2-propanol (HFIP; ≥ 99% purity, Sigma Aldrich, Gillingham, UK) under stirring. Different solution concentrations ranging from 5 -12 % w/v PDO were first explored before the optimum concentration (9 % w/v) was selected on the basis that it produced the highest quality fibres.
Electrospinning
The apparatus used is illustrated in Fig. 1 . A rotating mandrel (Fig. 1a ) was employed to generate tubular scaffolds. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t Electrospinning was first carried out on an instrument built in-house with a maximum mandrel rotation speed of 170 RPM (Fig. 1b) . The first parameter to be tested was the volume of liquid dispensed. Scaffolds were electrospun at 5.5 kV, 25 ± 4 °C and with relative humidity in the range of 35 -45 %. Experiments were performed at constant rotation rate and flow rate ( Table 1) . The other two electrospinning parameters (flow rate and mandrel rotation speed) were investigated inside a commercially available instrument (NEU-BM; Tong Li Co., Shenzhen, China; Fig. 1c ). This allowed us to study higher mandrel rotation speeds and also featured a climate control system to regulate temperature and humidity at 21 ± 2 °C and 20 ± 4 % respectively. Electrospinning was performed at 11 kV in the NEU-BM instrument. In both cases, the PDO solution was dispensed from a 10 mL A c c e p t e d M a n u s c r i p t 6 plastic syringe mounted on a raster which scanned over a rotating mandrel (18 mm diameter) at 30 mm s -1 . The spinneret-to-collector distance was 12 cm. Liquid flow rates, mandrel rotation speeds, and dispensing volumes were selected on the basis of our previous experience ( [5, 6] and unpublished data) and ensuring a systematic survey of the range of parameters possible on the instruments available. A total of 12 tubes were produced by electrospinning ( Fig. 1d ; Table 1 ). 
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Fibre morphology and alignment
The morphological properties of the fibres in the tubes were characterised using scanning electron microscopy (SEM; Quanta 200 FEG ESEM instrument, FEI, Hillsboro, OR, USA). The images were analysed to determine fibre diameter and porosity using the ImageJ software (National Institutes of Health, Bethesda, ME, USA, http://rsb.info.nih.gov/ij) [11] . To determine porosity characteristics, SEM images were imported into ImageJ software [11] . The process is illustrated in Fig. 2 . The original image is displayed in Fig. 2a , and the software set to include the option to calculate the area fraction. Then a threshold histogram (Fig. 2b) was applied to the original image, and the black areas were assumed to be indicative of gaps or pores between the fibres, and colored red (Fig. 2c) . The area fraction of the red area was then calculated, as shown in Fig. 2d . A number of studies have shown this method to be an effective way to establish the porosity of electrospun fibres and scaffolds [12] [13] . A c c e p t e d M a n u s c r i p t The Fast Fourier Transform (FFT) was used to characterize fibre alignment as a function of mandrel rotation speed. This method has been reported in numerous studies [14] [15] [16] and involves the use of FFT output images containing grayscale pixels distributed in a pattern that reflects the degree of fibre alignment in the original image. A graphical depiction of the FFT frequency distribution can be generated by placing a circular projection on the FFT output image and conducting a radial summation of the pixel intensities for each degree between 0° and 360°, in 1° increments. The summed value of the pixel intensity can then be plotted as a function of angle. In our analysis, the pixel intensities were summed and then plotted between 0 and 180° (the FFT is symmetric about the horizontal axis so a pixel summation to 360° is unnecessary). In all images, the FFT data set has been rotated 90° to correct for the mathematical transformation inherent to this type of analysis, allowing the principal axis of orientation to be directly determined from the position of the peak in the intensity plot. The amount of alignment present in the original data image is reflected by the height and overall shape of the peak in this plot. For our analyses, digitized SEM images were converted to 8-bit grayscale TIF files. SEM images were cropped to 943×943 pixels and processed with the ImageJ software supported by an oval profile plug-in [11] . All FFT data were normalized to a baseline value of 0 and plotted in arbitrary units, allowing different data sets to be directly compared. A c c e p t e d M a n u s c r i p t 8
Physical form characterization
The physical form of the polymer in the fibre mats was characterised using differential scanning calorimetry (DSC; Q2000 instrument, TA Instruments, New Castle, DE, USA) and X-ray diffraction (XRD; Miniflex 600 instrument, Rigaku, Tokyo, Japan). For DSC, samples were equilibrated at -50°C under a flow of N 2 gas and a modulated temperature experiment run from -50 to 20 °C using a temperature ramp of 3 °C min -1 and a modulation period of 60 s. XRD patterns were acquired over the 2θ range 3 to 40° at a speed of 5° min -1 .
Residual solvent content
Thermogravimetric analysis (TGA) and gas chromatography (GC) were performed to determine if any residual solvent remained in the scaffolds after spinning. 
Mechanical testing
The mechanical properties of the tubes were measured following ISO standard 527-2 at 50 % humidity and 23 °C using a QT50 LP instrument (MTS; Eden Prairie, MN, USA). A load cell of 100 N was used. Dumb-bell shaped strips of 50 mm by 8.5 mm were cut from the tube under test in both the longitudinal direction and perpendicular direction (i.e. at 90° to the direction of mandrel rotation;
see Fig. 1d ). The tubes were subjected to a uniaxial tensile test in two steps. First, the samples were elongated at 1 mm min -1 until 1 % deformation was observed in order to allow us to measure the Young's modulus using a video extensometer. The samples were the returned to their initial length and elongated at 20 mm min -1 until failure, allowing the strength (MPa) and strain (%) at failure to be quantified. Data are expressed as mean ± S.D. from at least three measurements. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t 
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In-vitro studies
Mesenchymal stem cell (MSC) isolation
Cell adhesion assay
To evaluate biocompatibility and cell adhesion, MSCs were loaded onto PDO tube samples and cultured for 3 days before cell viability was determined using the (3- 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t
10
Cytotoxicity evaluation
The cytotoxic potential of the electrospun tubes was evaluated by incubating cells in the presence of leachable extracts. Cell viability was determined based on both mitochondria activity (MTT test) and cell membrane integrity (LDH activity test). 1×1 cm 2 sections from the PDO tubes were added to alpha-MEM supplemented with 5% v/v FBS and 1% v/v ATM-ATB for 48-72 hrs at 37°C.
Supernatants were collected, centrifuged at 310 g for 5 min, and stored at -20°C until required for analysis. MSCs were seeded into a 96-well plate at 1 × 10 4 cells per well, in a volume of 150 µL, and maintained in culture for 24 h. The cell culture medium was then removed and replaced by increasing concentrations of the supernatants in which the PDO patches had been immersed. The cells were then incubated for a further 48 h, before the culture supernatants were transferred into a fresh 96-well plate and assayed for LDH activity using a LDH cytotoxicity assay (ThermoFisher Scientific Pierce, Courtaboeuf, France). Absorbance was quantified at 490 nm with background subtraction at 680 nm, using a Spectro Xwave instrument (IUH platform, Hayem Center, Paris-Diderot University, France).
In parallel, viability was also determined by staining cells with the MTT reagent as described above.
Data analysis
Data are reported as mean ± S.D. Comparisons of the findings across groups for each concentration were performed using analysis of variance, with multiple comparisons performed using pairwise comparisons and the Tukey correction for post-hoc tests. For multiple comparisons with a control group (5 % SVF), the Dunnett correction was used. A two-tailed p-value <0.05 was considered statistically significant. Analyses were conducted using SAS 9.4 (Statistical Analysis System, Cary, NC, USA).
Results
Fibre morphology, diameter, alignment and porosity
The average fibre diameter and porosity of the electrospun tube samples were explored using SEM images of sections cut from each tube. No discernable differences were observed between the tubes Page 10 of 25 AUTHOR SUBMITTED MANUSCRIPT -BPEX-100710. R2   1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t 11 with different fluid volumes (Fig. 3) : all the fibres are approximately cylindrical in shape. For the materials prepared at different flow rates, the fibre morphology appears to become increasingly irregular as the flow rate increases, expected to arise because elevated flow rates do not allow the solvent from the solution to evaporate quickly enough for uniform fibres to form. The fibres prepared at different mandrel rotation speeds are all also largely cylindrical ( Fig. 4a-d) . The effect of mandrel rotation speed on fibre alignment was determined using FFT analysis. This was performed by assigning a numerical value to fibre alignment. A circular projection was first placed on the FFT output images (Fig. 4e-h ) and a radial summation of the pixel intensities for each degree undertaken. The degree of fibre alignment in a data image is represented by the height and shape of the peak generated by the FFT plot (Fig. 4i-iv) . The higher the peak, the more precisely aligned the fibres are along a single axis of orientation. The electrospun scaffolds do not exhibit any overt evidence of significant alignment at any rotation speed (Fig. 4i-iv) . However, the total area under the curve increased with a rise in rotation rate from 50 to 500 RPM, and then declined slightly at 1000 RPM (areas are: 50 RPM, 12.21 a.u.; 300 RPM 18.18 a.u.; 500 RPM, 21.02 a.u.; 1000 RPM, 16.80 a.u.). From 50 to 300 RPM, the FFT alignment peak maximum increased from 0.7 to 0.8 a.u. as expected but a small decrease of 0.05 units was observed at 500 RPM. The peak FFT alignment value A c c e p t e d M a n u s c r i p t 12 measured was at 1000 RPM. These data are consistent with a modest increase in fibre alignment with the rotation rate of the mandrel. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t 13 Fig. 6 shows the XRD patterns for all the tubes made. The PDO tubes are semi-crystalline, as is the pure polymer, with two distinct Bragg reflections visible between 21° and 23° in all the diffraction patterns. DSC was performed to determine the glass transition temperatures (T g ) of the tubes (Fig. 6 ).
Physical form
The glass transition temperature of raw PDO is reported to be between -10 and 0 °C [17] . All the electrospun tubes had a T g below this range, from -10 to -24 ºC. The tubes electrospun on the in-house setup at 170 RPM had consistently lower T g values than those produced on the NEU-BM instrument.
The electrospinning process thus exerts a plasticizing influence on the polymer. This arises because the process is very rapid, with the solidification process occurring in well under 1s, leading to a reduction in the number of crystalline domains present (c.f. the pure polymer) and hence to the overall A c c e p t e d M a n u s c r i p t 14 composite transitioning from brittle to ductile at a lower temperature. The inclusion of small amounts of solvent or water from the surrounding air could also contribute to this phenomenon. Figure 6 . X-ray diffraction (XRD) and differential scanning calorimetry (DSC) patterns for tubes generated using increasing volumes of solution (a,d), mandrel rotation speeds (b,e; flow rate 10 mL/h), and flow rates (c,f; mandrel rotation speed 1000 rpm).
Solvent content
TGA showed very little mass loss below 250 °C (< 2.5 %), indicating that there was very little solvent present in the tubes after drying. We verified these findings with gas chromatography (GC; Fig. 7 ), using tube samples dissolved in chloroform. The GC data for pure chloroform shows peaks at 0.68 and 0.92 min, and when chloroform is spiked with 1 % HFIP an additional peak at 0.75 min can be seen. The latter is thus clearly diagnostic of HFIP. Regardless of the drying method used, none of the tube samples analysed showed any GC peak at 0.75 min, confirming the absence of HFIP in the tubes. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t 
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Mechanical testing
The mechanical properties data on all the tubes electrospun with the three different electrospinning parameters are displayed in Fig. 8 . The volume of liquid has a slight effect on the mechanical properties of the tube in both the longitudinal and perpendicular loading directions: the stress at failure and modulus of the tubes increase with the volume of liquid spun up to 15 mL, before both decrease at 16 mL. There is no clear pattern in the strain to failure data. The effect of mandrel rotation speed on the mechanical properties of tubes prepared at 10 mL/h in both directions of loading is more pronounced, but non-linear. Stress, strain and elasticity (modulus) all exhibit peak values at 500 RPM followed by a decrease at 1000 RPM, indicating that fibre anisotropy is increasing with the speed of 
Biocompatibility testing
The cultured cells were first confirmed to be MSCs: positive for CD73, CD90, CD44, CD29 and CD105 and negative for hematopoietic and endothelial markers (CD34, CD45 and CD31), as can be seen from the FACS data in Fig. 9 . 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t (Fig. 10a) . Cytotoxicity assays, based on LDH release in supernatants (Fig. 10b) , showed the absence of any detrimental effects of the polymer -regardless of the different electrospinning conditions -on the cell membrane integrity. At low flow rates (10 and 20 mL/h), LDH release is slightly decreased, suggesting a possible modification in cell membrane permeability, but no severe impact on cell metabolism can be seen by MTT analysis (Fig. 10c) . Overall, these data show that exposure to the electrospun tubes leads to no significant change in mitochondria activity, based on MTT results, nor on cell membrane integrity (evidenced by LDH results). It might be that increasing the flow rate might avoid any disturbance in cell membrane integrity and cell metabolism, but no clear conclusions can be drawn in this regard.
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Discussion
A general strategy for biodegradable scaffolds aiming at replacing the RVOT in children with a congenital heart defect is to mimic the dimensions, biological activity and mechanical properties of the extracellular matrix. This can be achieved by developing processes that allow structures with a fibre diameter, pore size, porosity, and fibre alignment that mimic in vivo conditions to be fabricated [18] . Electrospinning can produce constructs with a degree of control over fibre diameter and porosity; however, this control can only be achieved by optimising the electrospinning parameters [19] . PDO was explored in this work because of its excellent biocompatibility, as demonstrated by our group and others [5, 6, 20] , and its clinical use in human cardiac surgery as suture materials or a 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t 20 prosthetic ring with a long-standing safety record in children and excellent mechanical properties [21] .
We showed that increasing mandrel rotation speed increases fibre alignment, stress at failure and Young's modulus, also increasing the scaffold anisotropy. Fibre morphology appears to become increasingly irregular as the flow rate increases. An increase of flow rate also raises the rigidity of the tubes (which manifests itself as an increase of the Young's modulus and decrease of the strain at break). These results confirm the impact of electrospinning parameters on the fibre morphology, alignment and mechanical properties of the scaffolds.
A precise optimization and control of these parameters is required to create, in a reproducible way, scaffolds for RVOT tissue engineering possessing the ultrastructural and mechanical features required to ensure appropriate in vivo behaviour after implantation. We noted a substantial decrease in porosity for sets of experiments performed on the NEU-BM instrument compared to the set performed on an assembly built in-house. This could be attributed to fact that much better control of temperature and humidity were possible with the NEU-BM instrument. This reinforces the concept that control of these parameters is vital in ensuring the production of tubes with consistent properties, and needs to be taken into account in future translational developments.
The glass transition (T g ) temperatures for the tubular scaffolds were lower than that of unprocessed PDO, which is in accordance with literature reporting that electrospun fibres often show T g s different from the bulk material owing to variation in molecular orientation following the electrospinning process [22, 23] . Such a decreased T g is relevant from a clinical standpoint since a T g much lower than the physiological temperature in humans (37 °C) will ensure the scaffold behaves in an elastic manner after implantation, with no risk of brittleness and fracture.
This study is part of a program targeted at developing a resorbable valved tube for replacement of the 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 A c c e p t e d M a n u s c r i p t 21 compared to those of the native pulmonary artery and pulmonary valve cusps. The native pulmonary valve cusps exhibit in the circumferential direction a range of Young's modulus of 2.6-15 MPa, a tensile stress of 0.8-2.6 MPa and a strain at failure of 1.6-22 % [24] . The pulmonary artery has a Young's modulus of 0.04 -1.69 MPa, a tensile stress of 0.38 -0.95 MPa and a strain at failure of 91 -175% [24] . The Young's moduli of the PDO tubes prepared in this work range from 5 to 60 MPa in circumferential direction (Fig. 7) . A Young's modulus < 15 MPa, close to that of the native tissue, was obtained with a low mandrel speed (< 300RPM) for any volume of liquid. Similarly, the tensile stress of PDO tubes in the circumferential direction ranges from 2 to 12 MPa; a tensile stress of < 2.5
MPa, close to the native valve tissue, was obtained with a low mandrel speed (50 RPM), again with any volume of liquid. Finally, strain at failure values of PDO tubes in the circumferential direction vary from 10 to 300 % (Fig. 7) . A strain at failure of < 175%, close to the native tissue, was obtained at a flow rate of > 20 mL/h, at any mandrel rotation speed and with any volume of liquid. These results demonstrate the impact of the electrospinning parameters on specific mechanical properties, and further show that optimising the electrospinning process can successfully yield polymer-based tubes with mechanical properties close to those of the native pulmonary artery and pulmonary valve cusps.
From a biological standpoint, cell adhesion and cytotoxicity assays indicated that MSCs could attach and remain viable onto all the tubes prepared. These data confirm the excellent biocompatibility of PDO and of highly porous polymeric scaffolds, and suggest that the electrospinning parameters do not materially affect biocompatibility. Nevertheless, they can have a strong biological impact on cell migration (related to the scaffold porosity) and on cell differentiation and phenotype (related to mechanical properties and stiffness of the scaffold).
This study presents some limitations. First, the impact of electrospinning parameters on cell migration and differentiation was not investigated. Second, we observed some batch-to-batch variability of the samples despite a tight control of electrospinning conditions (especially with the industrial electrospinning machine). This variability was taken into account in the interpretation of the results.
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